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Abstract. We describe a scheme for high efficiency 90%) extraction of 50 ns 
positron bunches from a buffer gas trap in an electromagnetic field free region. The 
positrons are time bunched to approximately 1 ns (EWHM) and focussed to less than 
1 mm (a). The target is kept at ground potential which is an advantage for many 
applications. The results compare well with SIMION simulations. 
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1. Introduction 

The positron buffer gas trap allows the conversion of a ‘traditional’ positron beam 
(typically generated using a radioactive source followed by a moderator) into a high- 
quality, pulsed beam with very low energy spread and small radius. Based around 
conhnement of positrons in a Penning-Malmberg trap [1], the basic principle is that 
positrons pass over a potential barrier at the entrance to the trap, into a region with 
a high (~ 1 X 10“^ mbar) pressure of a buffer gas (typically N 2 ). Radial conhnement 
is provided by the magnetic held, and the potentials of the trap electrodes are such 
that, following an inelastic collision with a gas molecule, a positron no longer possesses 
sufficient energy to surmount the entrance barrier, and a similar barrier exists at the 
exit of the trap, meaning the positron is trapped. The potential well structure of the 
trap means that as the positrons lose energy through collisions with the gas they are 
eventually (on a millisecond timescale) conhned to the end of the trap. The pressure at 
this second stage of the trap is considerably lower than at the inlet and hrst stage, so the 
positrons can be stored at this stage for some time while more positrons enter the trap. 
When required, the exit electrode can be lowered, releasing a pulse of positrons. This 
basic method can be improved upon by applying a rotating electric held to the positron 
cloud in the second stage [2]. This compresses the cloud and counteracts a major 
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loss mechanism and limitation on the second stage positron lifetime: radial transport 
caused by gas molecule collisions. The rotating wall method, as it is known, also heats 
the positron cloud, so a cooling mechanism must be employed. If the trap magnetic held 
is high enough, this can be cyclotron cooling, though it is less technically challenging to 
use a cooling gas (such as CF 4 or SFg). Using this method, positron pulses with thermal 
energy distributions and radial dimensions around 1 mm can be achieved (see e.g. |3] 
and references therein). 

Since their development |1], buffer gas traps have found applications in many areas 
of positron physics, from scattering experiments (e.g. 0 ) to antihydrogen formation 
PEIEIE]. For many applications, however, the signihcant magnetic held required in the 
trapping region is an obstacle, as the experiment should be performed in a magnetic held 
free region. Scattering experiments which hope to record doubly or triply diherential 
cross-sections, such as a positron reaction microscope mm, require an electrostatic 
positron beam, as do experiments using brightness enhancement methods relying on 
electrostatic focussing of a positron beam For spectroscopic experiments on Ps 

|13] . there is a clear advantage to performing in a completely held free region (i.e. with 
no electric or magnetic held). To achieve this, the target region should be ideally at 0 
V relative to the vacuum chamber, which is also a useful feature for other experiments 
where the target should be, for example, heated or cooled. Additionally, some scattering 
experiments which rely on a scattering cell held at a potential in order to dehne the 
impact energy mm may beneht from using grounded cells with the beam energy hxed 
earlier in the apparatus to avoid possible energy distortions introduced by cell fringe 
helds. 

A number of diherent solutions exist in literature for the extraction of particles to 
zero magnetic held. The hrst |T 6 ] consists in placing at the extraction point an iron 
magnetic shield with a grid in the middle made of rings and bars. The idea is to break 
the cylindrical symmetry and apply the Busch’s theorem locally, in order to reduce the 
transverse momentum and energy of the positrons. The second method consists of a 
remoderator made out of nickel mi or tungsten [IH] placed after the extraction point. 
The remoderators have a thickness of 150 and 200 nm, and before and after them focus 
lenses are placed. The third method (19] consists in placing a mu-metal shield after 
the extraction point followed by an einzel lens system. In this conhguration, due to the 
non-adiabatic extraction, the beam size should remain the same. A summary of the 
efficiencies and extracted beam sizes of these methods is shown in Table [H We decided 
to implement the last method, because production of the magnetic grid required for the 
hrst method was technically challenging, and the remoderation method has an intrinsic 
efficiency too low for our purposes. We made essentially two variations to the original 
solution. The hrst one was a further stage, an ‘elevator’, put between the trap and 
the extraction point. With this device, which consists of a cylindrical electrode pulsed 
to high voltage when the positron bunch is inside it, we were able to get positrons at 
higher energies (up to 5 keV), which increases the extraction efficiency. This allows us 
to maintain the target at ground, as distinct from previous experiments, which is useful 
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method 

hnal beam size (sigma) 

efficiency 

magnetic grid 

3.7 mm 

80% 

remoderator (Ni) 

25 /i m 

4.2% 

remoderator (W) 

38 /i m 

10 % 

mu-metal shield 

3.5 mm 

55% 


Table 1. Different beam sizes obtained using different methods 


for our experiment and several other applications (as discussed above). 


2. Experimental technique 

Low energy positrons are continuously produced using a ^^Na source coupled to a 
moderator comprising of a stack of annealed tungsten meshes. A two-stage N 2 buffer 
gas trap (similar to that described in [20]) is used to trap and cool the positrons with a 
trapping period of approximately 200 ms, resulting in the conversion of the continuous 
beam into a 5 Hz pulsed beam, with each pulse having FWHM ~ 50 ns. The trap 
contains a rotating wall stage, which, when used in combination with a small amount 
(~ 1 X 10“® mbar) of CF4 injected into the hnal stage, greatly increases the positron 
lifetime in the trap (and therefore the efficiency) by compressing the beam and so 
decreasing positron annihilation on the trap electrode walls. Despite this, an overall 
trapping efficiency of only 5% is recorded, mainly owing to reflection of positrons at 
the trap inlet. This occurs because the source region magnetic field is considerably 
lower than the 700 G held surrounding the trap, so positrons with high enough pitch 
angles can be rehected by the trap inlet electrode as the increased magnetic held has 
transferred some longitudinal momentum to the transverse direction. 

Upon exiting the trap, the positron pulses are time bunched and then accelerated 
out of the magnetic held, as described in detail in the following sections. A diagram of 
the set-up after the trap is shown in Figure [H 


2.1. Time bunching 


Positron pulses released from the trap have a timing distribution width of approximately 
50 ns (FWHM). These pulses are reduced to ~ 1 ns FWHM by passage through a 12 
cm bunching tube, to which a time-varying decelerating potential is applied when the 
positrons enter, and a corresponding accelerating potential is applied as the positrons 
exit. By assuming that the initial pulse is monoenergetic (it has an energy spread 
of ~ 0.06 eV) and that the acceleration distances are negligible compared to the drift 
distances inside and after buncher, the decelerating potential Vdit) can be approximated 
by: 
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Figure 1. Schematic of system showing variation of magnetic field and potential 
experienced by the positrons. 


where Et, is the mean pulse energy, t/ is representative of the bunching timescale, and 
/ is the bunching length scale. The accelerating potential is of a similar form: 

VM = ^ («/ - <)■" ■ ( 2 ) 

As the positron bunch can be contained entirely inside the buncher, the accelerating 
potential can be applied to the same electrode, so that the complete time-varying 
potential on the electrode can be generated simply by the (amplihed) output of an 
arbitrary waveform generator. This also allows everything before and after the buncher 
to be held at ground. Although the bunching electrode capacitance is 90 pF and the 
potential should change rapidly, adequate performance applying the pulse using a single- 
stage ampliher based around an Analog Devices AD830. A comparison between idealized 
and applied buncher pulses is shown in Fig[2l 

Operation of the buncher (in combination with the elevator) was simulated using 
SIMION 8.0. The predicted bunch FWHM for a 50 ns wide, gaussian pulse, with 
a gaussian energy prohle with a = 0.06 eV is 1.06 ns. Deviations from predicted 
performance can be attributed to a combination of trigger time jitter, ampliher 
nonlinearity, and breaking of cylindrical symmetry—the SIMION simulation assumed 
an axisymmetric geometry. As the MOP used to detect the positrons at the end of the 
beamline has a single-particle output pulse width of approximately 5 ns the width of the 
bunched pulse was determined by statistical deconvolution, assuming a gaussian pulse 
shape. Using this method, a bunch FWHM of 1.26 ± 0.02 ns was determined. 
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Figure 2. Comparison of generated (dashed line) and applied (solid line) bunching 
potentials. 


2.2. Elevator 

Following the buncher, the positrons are accelerated using an elevator system comprising 
a 30 cm cylindrical electrode and high voltage pulsing system. Once the bunch is entirely 
inside the cylinder, a voltage up to 5000 V is switched in a few ns using a Behkle high 
voltage MOSFET switch. Owing to the length of the electrode and energy of the 
positrons, this must be completed inside a ~ 200 ns time window. Upon exiting the 
electrode, the positrons are accelerated by the new potential difference between the 
cylinder and the vacuum chamber wall. 

2.3. Extraction from magnetic field 

The accelerated positrons then pass to a region of very low magnetic held, achieved 
simply by shielding this region with 0.5 mm mumetal with a 16 mm diameter hole for the 
beam to pass through. A cylindrical electrostatic lens system comprising a single 7 cm 
focussing element and two split cylinders, refocusses the diverging particles at a tunable 
distance and allows the position and beam angle to be adjusted independently, prior to 
entering the hnal stage of the experiment. SIMION simulations of the trajectories are 
also shown in Figure [H 

The performance of this system is extremely sensitive to initial conditions, to the 
extent that jitter of less than 10 ns in buncher trigger time is detectable at focussed 
conditions, owing to the time dependence of buncher exit energy. However, by carefully 
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Figure 3. Variation of beam spot size with lens voltage(n), at an elevator voltage of 
4744 V, compared with simulation (•). 

balancing the preceding magnetic field, bnncher trigger delay and incoming beam 
position, it was possible to reprodnce reasonably well the expected behavionr of the 
lens system as simnlated nsing SIMION 8.0. By visnally inspecting the beamspot nsing 
a position sensitive MCP, and adjnsting the aforementioned parameters if distortion was 
observed, the dependence of spot size on lens voltage shown in Figure [3] was determined. 
An initial beam spot size of approximately cr = 1 mm has been measured immediately 
after the trap. 

In order to measure the transport efficiency from the trap exit to the lens system 
exit, a BGO crystal scintillator was used to detect the annihilation photons. An MCP 
shortly after the exit of the trap provided a position where the input pulse intensity 
could be measured, with the output pulse being measured at the position of the second 
MCP. By arranging for the solid angle subtended by the BCO to be the same at both 
positions, the ratio of the BCO signal provided the transport efficiency. Attempts 
to use the MCPs themselves led to problems arising from the difference in detection 
efficiency between the MCPs, as well as the variation of detection efficiency with positron 
energy, magnetic field, and pulse radius (particularly for long trapping times). Averaging 
the BCO signal over 512 pulses compensates for the low solid angle subtended by the 
detector (approximately 0.085 steradians). 

The variation of transport efficiency with elevator voltage is shown in Figure IU and 
compares well with simulation. 
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Figure 4. Variation of transport efficiency between the trap exit and beamline end 
(including extraction from the magnetic field) with elevator voltage. 


3. Conclusions 

The apparatus presented here allows the extraction of positron pulses from a two- 
stage buffer gas trap to a grounded target region free from magnetic and electric fields. 
Additionally, the pulse is time compressed to a width on the order of one nanosecond 
and can be focussed to less than 1 mm. This is achieved in the context of the ongoing 
research effort into Ps Rydberg-Stark deceleration |2l] and Ps 1S-2S spectroscopy 
at ETH Zurich, however, many experiments may hnd such high-efficiency extraction 
combined with good spatial and temporal precision useful. 
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